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************************************************************************** 

MEDICAL DEVICES NOT FUNCTIONING IN A NORMAL MANNER SHOULD BE 
REMOVED FROM SERVICE AND SENT TO BIOMED. 
 
MEDICAL DEVICE REPAIR PROCEDURE 
 

1. REMOVE THE DEVICE FROM SERVICE. 
 

2. FILL OUT A ‘REPAIR SERVICE TAG’. 
 

3. ATTACH THE ‘REPAIR SERVICE TAG’ TO THE DEVICE. 
PLACE DEVICE IN SOILED UTILITY ROOM. 

 

4. MMD STAFF WILL DELIVER DEVICE TO BIOMED. 
 

5. BIOMED WILL RETURN DEVICE WHEN THE DEVICE IS FUNCTIONING IN A 
NORMAL MANNER. 

 

6. CONSIDER FILING AN ORS. 
INCLUDE THE DEVICE BIOMEDICAL CCIS NUMBER. 

 

7. ‘REPAIR SERVICE TAGS’ ARE AVAILABLE FROM BIOMED DURING 
REGULAR WORKING HOURS, 7:30AM TO 4:00 PM. 

 
 
 
 

Completed ‘Repair Service Tag’ Examples 

 


